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Abstract: Here, we demonstrate a non-destructive quantitative phase imaging method,
in conjunction with tomographic reconstruction techniques, to reconstruct the three-
dimensional refractive index distribution of a fiber Bragg grating. In addition to being able
to extract the fundamental period of the grating, we are able to reconstruct the refractive
index profile of the fiber core and index variations associated with the grating.
Index Terms: Fiber gratings, three-dimensional microscopy, optical properties of photonic
materials.
1. Introduction
Fiber Bragg Gratings (FBGs) serve as versatile components in a wide range of applications,
particularly in the areas of sensing and telecommunications [1]. A FBG possesses a characteris-
tic periodic variation in refractive index (RI) along the length of the fiber core, typically formed by
exposing a section of the photosensitive optical fibre to ultraviolet (UV) light [2], [3] that has
been transmitted through a phase mask. Diffraction produced by the mask creates an interfer-
ence pattern within the fiber, inducing a periodic variation in the RI along its length. Ideally, a
phase mask with a period of pm diffracts light into only the 1 diffracted orders to form a set of
fringes perpendicular to the direction of the UV beam with a period of pm=2 [1]. Imperfect sup-
pression of the zeroth and higher diffraction orders from the mask, however, leads to the forma-
tion of a complex pattern of interleaved fringes with a period of pm behind the mask [4]. This
results in phase-mask-written FBGs exhibiting a 3-D periodic RI structure that is more complex
than would be anticipated in the case of only two diffracted orders. This complex 3-D structure
can be attributed to the Talbot diffraction pattern produced by the interference of multiple dif-
fracted orders and which replicates the periodic grating pattern at a distance from the phase
mask characterized by the Talbot length [5].
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The resulting complex structure of the FBGs was initially observed using various forms of mi-
croscopy [4]–[9]. These reports were followed by theoretical analysis of grating formation [4],
[10] and the identification of features in the transmission spectrum in the FBGs attributable to ar-
tifacts arising from the use of a phase mask in fabrication [11]. In particular, the dual periodic-
ities (pm and pm=2) exhibited by FBGs written with the phase mask technique have been
observed by use of Differential Interference Contrast (DIC) microscopy [6], and compared with
simulated DIC images [7] predicted by the interference pattern formed from the phase mask
used in [6]. Given the complex periodic structure exhibited by FBGs, however, it is clearly of in-
terest to obtain full 3-D information about the variation of the RI distribution within the fiber core.
Furthermore, as details of the FBG structure within the fiber core affect the spectral performance
of the FBG [12], a full 3-D reconstruction of the fiber core serves to illuminate issues pertaining
to these intriguing effects.
Here, we demonstrate the use of a non-destructive, quantitative, 3-D optical imaging tech-
nique for examining a section of the core of a FBG inscribed in the core of an optical fiber.
Quantitative phase microscopy (QPM) [13] is a non-interferometric, non-destructive imaging
technique that can be used with partially coherent light in a conventional bright-field microscope
for determining the phase shift introduced into an optical wavefield by a transparent specimen.
One advantage of QPM over its counterparts is the ability to provide simultaneous, but sepa-
rate, quantitative information about both the absorption by the specimen and the phase [14].
This technique has been demonstrated in conjunction with standard tomographic techniques for
reconstructing the 3-D RI distribution of axially symmetrical optical fibers [15], and fibers exhibit-
ing a variation in RI along the length [16], [17] including long period gratings [17]. In this paper,
we extend the preliminary results presented in a conference paper [18] and extract detailed
quantitative 3-D RI information about the core of the fiber and the FBG obtained using Quantita-
tive Phase Tomography (QPT). It should be noted that the sensitivity and spatial resolution re-
quired is significantly more challenging than imaging long period gratings. For example, long
period gratings may have grating periods of the order of a millimeter, with index variation of the
order of 1 103 [17]. In contrast, FBGs may have periods of the order of microns. Moreover,
given the weak phase variation typical in FBGs [11] and the small period of its structure, the 3-D
imaging of the FBG serves to demonstrate the capability of the technique in reconstructing small
RI variations such as those exhibited by FBGs.
2. Methods and Materials
The FBG investigated here was inscribed at a wavelength of 244 nm and a CW power of
222 mW with a 4-min exposure using a phase mask (Lasiris with a period of 1:057
0:0005 m positioned over a single-mode fibre (Corning SMF-28, 125:0 0:7 m cladding di-
ameter, 8:2 0:4 m core diameter) that had been preloaded with H2. Taking into account
the distribution of power into the various diffracted orders produced by the phase grating [6],
[7], computed intensity distribution within the fiber, assuming a medium refractive index of
1.469, are shown in Fig. 1 along with a schematic showing the coordinate system used. In these
calculations, the values of [7] are used: 0.09% power into the zeroth order, 39.5% and 36.7%
into the 1 diffracted orders and 3.9% and 4.6% into the 2 orders [19]. The period, pm, is as-
sumed to be 1.057 m giving a Talbot length of 13.42 m. The influence of the source coher-
ence was not included in the calculations as were variations in transmission across the fiber
boundary. The phase mask was assumed to be illuminated from the x -direction. Complete data
is provided in Reference [7]. It should be noted that the medium of refractive index employed
here is the value for silica glass at the UV regime, i.e., higher than the more widely known value
(1.444) at near-infrared wavelengths where the fiber was employed.
Profiles along the z-direction obtained through Fig. 1(a) separated by 6.71 m (half the Talbot
length) are shown in Fig. 1(c). The existence of fringes at the dominant period pm and a weak-
er periodicity at the design period pm=2 are also apparent in Fig. 1(a). A 180 phase shift in the
fringe pattern in the xz plane across the fiber (in the x-direction) is also evident over the half the
Talbot length as expected.
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In-focus and out-of-focus ð1:2 mÞ intensity images of the sample were obtained using a
40 objective (Olympus UplanApo 40  0.85 N.A.) on a conventional bright-field transmission
microscope (Olympus BX60) equipped with a CCD camera (Roper Scientific Cool-SNAP HQ) at
521 nm. The fiber was immersed in a pool of index matching fluid ðn ¼ 1:4580 0:0002Þ (Cargille
Laboratories) formed between two other identical fibers located on each side of the specimen. A
custom tomographic mount provided control of the rotation of the fiber sample about its longi-
tudinal axis within the confines of the optical microscope area. Further details of equipment spec-
ifications and the image acquisition procedure can be found in our previous work [16].
A transverse phase measurement through the fiber represents a single projection through the
fiber RI distribution under weak object conditions. The 3-D RI reconstruction of the fiber can be
determined by applying tomographic reconstruction techniques based on the projection-slice
theorem to a series of 2-D phase measurements, which were obtained through a 180 rotation.
In order to apply the projection-slice theorem for reconstructing the 3-D RI distribution within the
FBG, quantitative phase measurements were obtained for each angular position by use of
QPM [13]. Here, a total of 180 transverse phase images of the fiber were obtained at angular
intervals of 1. Three bright field intensity images at a defocus distance of 1.2 m were used
to recover one phase measurement for each angular position. Fig. 2 shows examples of trans-
verse bright field intensity images of a section ð50 m 42:5 mÞ of the FBG core at angular
orientations of the fiber separated by 45. In Fig. 2(a), the core exhibits a uniformly parallel
grating structure that is clearly seen throughout the fibre core and which corresponds to the
set of fringes perpendicular to the direction of the writing UV laser beam. Here, we define the
rotation angle of the fiber to be  ¼ 0 for this particular orientation of the gratings. As the fiber
is rotated about its longitudinal axis, the grating structure exhibits a gradual change as ob-
served from Fig. 2(b) and (c). In particular, at 90 from the position of the fiber shown in Fig. 2(a),
the intensity distribution of the grating structure appears as interleaved sets of fringes as is
also the case in Fig. 2(c). The grating structures here are less perceptible within the central re-
gion of the fiber core, instead, exhibiting greater distinction at the edges of the core. This is a
Fig. 1. Simulated intensity distributions behind the phase grating with 0, 1, and 2 diffracted
orders of intensity given in the text. Surface plots show the intensity behind the grating in the
(a) xz-plane and (b) yz-plane, while (c) shows profiles through the x–z plane along two lines sepa-
rated by half the Talbot length. A schematic defining the coordinates used is given in (d).
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consequence of the dip in the center of the core refractive index profile; an artifact of the fiber
fabrication technique.
Given that the mechanical parts of the tomographic mount introduced shifts both laterally and
longitudinally as the fiber was rotated, accurate alignment of the phase images was important
prior to processing the 2-D phase maps with the tomographic algorithms. Each series of phase
images was aligned in the lateral direction using an edge detection algorithm. The RI distribution
of a series of transverse slices through the fiber was calculated from aligned phase images
using filtered backprojection [20], [21], achieved by applying the inverse Radon Transform [22]
to the phase data with a ramp filter [23]. Here, the standard inverse Radon transformation in IDL
version 8.1.0 Research Systems, Inc. was applied.
3. Results and Discussion
The reconstructed 3-D RI distribution of the FBG is shown in Fig. 3. The structure of the core
of the fiber, with a diameter of approximately 10 m, is apparent. The difference in RI between
the core and the cladding is 4:5 103 with a distinct dip in the center of the core. These re-
sults are consistent with those published previously [6]. The core of the reconstructed fiber is
plotted along the x or y-axes. Fourier transformation of Fig. 3(a) gives a spatial frequency for
the grating of 5.79  0.03 rad=m giving a periodicity of 1.085  0.005 m and the variation in
index is 2 104. The slight discrepancy between the periodicity determined here and that
found independently [6] (2%) is likely due to a slight miscalibration of the microscope. It can
be observed that the reconstructed 3-D periodic grating structures shown in Fig. 3(a) and (b)
are not identical. This observation is anticipated given the presence of the two distinct grating
structures that can be perceived upon a 90 rotation of the fiber as discussed earlier.
Clearly, the reconstructed core in Fig. 3(a) exhibits uniformly parallel grating structures, thus
corresponding to the set of fringes formed in the direction parallel to the writing UV laser beam.
Fig. 3(b) shows the interleaved sets of grating structure characteristic of this particular FBG
upon a 90 rotation, reflecting the influence of the Talbot diffraction pattern. In contrast to the
periodic grating which can clearly be discerned in Fig. 3(a), the interleaved grating structure of
Fig. 3(b) exhibits weaker contrast. Profiles through the RI distribution in the xz- and yz-planes
are shown in Fig. 4. The two profiles are separated by a distance equal to approximately half
Fig. 2. Transverse bright field images of a section of the FBG at angular rotation angles (a)  ¼ 0,
(b)  ¼ 45, (c)  ¼ 90, and (d)  ¼ 135 taken at 1.2 m negative defocus. Each section of the
fibre shown is 50 m 42:5 m.
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the computed Talbot length. In the case of the profile through the xz-plane (see Fig. 4(a)), this
suggests that the grating structures should be 180 out of phase. Despite the noise in the recov-
ered profiles, these profiles provide evidence that this is the case. Furthermore, we would not
expect this phase shift to be present in the corresponding profiles through the yz-plane (see
Fig. 4(b)), which is again supported by the data.
In addition, it is interesting to note that the reconstructed 3-D RI mapping shows an asymmetry
across the z-axis for sections through both the xz- (see Fig. 3(a)) and yz-planes (see Fig. 3(b))
of the fiber core. In the magnified reconstructed fiber cores shown as insets in Fig. 3, it is appar-
ent that the reconstructed gratings typically exhibit a stronger contrast in one quadrant of the fi-
ber core. This asymmetry in contrast is particularly noticeable in Fig. 3(a) where the grating
structures in the lower quadrant of the reconstruction are clearly more distinct in comparison to
those in the top half of the quadrant. This observation persists in the reconstructed grating struc-
tures and holds true throughout various rotation angles of the fiber as shown in the 3-D rendered
video of the reconstructed core (Media 1). This asymmetry could be due to absorption in the fiber
core reducing the intensity of the writing field in the core. The first frame of the video of the re-
constructed fiber core as it is rotated about its longitudinal axis is shown in Fig. 5. Note that in
the video, the core and cladding of the FBG have been made transparent so as to show only the
reconstructed grating structures. Here, the 3-D video rendering was performed using the 3-D vi-
sualization software, Amira, VSG [24].
Fig. 4. Profiles (blue and red lines) parallel to the z-axis through the data of Fig. 3 separated by a
distance of 6.77 m (close to half the Talbot length of 6.71 m). These show the (a) presence or
(b) absence of a phase shift between the two profiles in the (a) x–z plane and (b) y–z planes.
Fig. 3. False colored tomographic reconstruction of a section the FBG. 3-D volume rendering of the
RI distribution of the fiber sectioned along the (a) x and (b) y-axis with the cladding rendered trans-
parent to show the bisected fiber. (Inset) Reconstructed RI distribution of the bisected core with a
modified colormap showing the (a) xz- and (b) yz-planes.
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The two interchanging grating structures characteristic of this particular FBG upon a 90 rota-
tion can also be clearly observed in the 3-D rendered video. In agreement with previous obser-
vations [25], this effect may be attributed to the grating inscription process, where the area of
the fiber closer to the laser exhibits a higher resultant RI than the area further away given that
the writing beam is attenuated on propagation by the photosensitive core of the fiber.
4. Conclusion
In conclusion, we have demonstrated the 3-D RI reconstruction of a FBG using a non-destruc-
tive tomographic technique. Application of QPT has enabled the complex 3-D RI distribution
within the FBG core, comprising periodic gratings structures to be clearly discerned, revealing a
difference in RI between the core and the cladding to be 4:5 103. In particular, the two dis-
tinct grating structures characteristic of this particular FBG as a result of the phase-mask writing
process was clearly discerned in the 3-D RI reconstructions. Furthermore, QPT has facilitated
the observation of an asymmetry in the reconstructed RI distribution where the gratings exhib-
ited clearer contrast in certain sections of the fiber core—a feature that is consistent with previ-
ous observations. Given its non-destructive nature, this technique is also advantageous for
application to the imaging of biological samples.
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